A comparative study of infrared tympanic thermometry and rectal mercury thermometry.
In this study we compared infrared tympanic thermometry with rectal mercury thermometry and digital rectal thermometry in patients admitted to a medical department. We found that infrared tympanic thermometry has a low sensitivity for detecting fever. Digital rectal thermometry is a good alternative to rectal mercury thermometry.